An adder-mixer for adding a few microliters of reagent into an electron paramagnetic resonance quartz tube.
In electron paramagnetic resonance (EPR) experiments, it is very difficult to add a few microliters of reagent into the solution in an EPR tube and to mix it efficiently. This report explains how we could overcome this problem.